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a  b  s  t  r  a  c  t
Very  fast  sensors  that  are  able  to track  rapid  changes  in  oxygen  partial  pressure  (PO2) in the  gas  and  liquid
phases  are increasingly  required  in  scientiﬁc  research  –  particularly  in  the  life  sciences.  Recent  interest
in  monitoring  very  fast changes  in  the  PO2 of  arterial  blood  in some  respiratory  failure  conditions  is one
such  example.  Previous  attempts  to design  fast  intravascular  electrochemical  oxygen  sensors  for  use in
physiology  and  medicine  have  failed  to meet  the  criteria  that  are  now  required  in  modern  investigations.
However,  miniature  photonic  devices  are  capable  of  meeting  this  need.  In this  article,  we  present  an
inexpensive  polymer  type  ﬁbre-optic,  oxygen  sensor  that is  two  orders  of  magnitude  faster  than  conven-olymer optical ﬁbres
ime response testing
ntravascular sensor
tional  electrochemical  oxygen  sensors.  It is  constructed  with  biologically  inert  polymer  materials  and  is
both  sufﬁciently  small  and  robust  for direct  insertion  in  to a  human  artery.  The  sensors  were  tested  and
evaluated  in both  a gas  testing  chamber  and  in a ﬂowing  liquid  test  system.  The  results  showed  a  very
fast  T90 response  time,  typically  circa  20  ms when  tested  in  the  gas  phase,  and  circa 100 ms  in ﬂowing
liquid.
© 2015  The  Authors.  Published  by  Elsevier  B.V.  This  is  an open  access  article  under  the  CC  BY  license
(http://creativecommons.org/licenses/by/4.0/).. Introduction
Ultrafast sensors are needed to follow rapid changes in the
artial pressure of oxygen (PO2) in both gas and liquid phases
n medicine, physiology and biology [1–4]. In particular, there is
n increasing interest in monitoring very fast changes in the PO2
f arterial blood in some respiratory conditions [5–8], and only
hotonic devices are capable of meeting this need in terms of minia-
urisation, robustness and rapid response time. Previous attempts
o design electrochemical (e.g. Clark electrode) oxygen sensors for
outine intravascular use in physiology or medicine have all failed
o meet the required criteria [2].Oxygen analysis in the gas phase has been traditionally
chieved by electrochemical sensing, paramagnetic analysis, mass-
pectrometry and more recently by ﬂuorescence/luminescence
∗ Corresponding author.
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ttp://dx.doi.org/10.1016/j.snb.2015.08.095
925-4005/© 2015 The Authors. Published by Elsevier B.V. This is an open access article ubased optical devices exploiting the Stern–Volmer relationship
[9,10]. Conventional electrochemical sensors are relatively slow,
often with up to 60 s response times [11]. Although both mass spec-
trometry and paramagnetic devices have potentially much faster
response times of 100–500 ms,  they are both bulky and costly and
their ultimate response times are limited by gas transport, samp-
ling and signal processing issues. They also tend to be restricted to
measurements in the gas phase only.
In contrast, optical sensors based on the well-established
technique of oxygen quenching of excited luminescent dyes and
optical ﬁbre based chemical sensor (OFCS) technology overcome
these limitations. In principle, a luminophore (the luminescent
dye or reagent) is solubilised into a polymer matrix and coated
onto the tip of an optical ﬁbre. The immobilised luminophore is
excited by an LED light source of ﬁxed wavelength which has been
transmitted through the optical ﬁbre to the sensor tip. The (oxy-
gen) quenched emission is then also transmitted back through the
same optical ﬁbre and measured by a sensitive photodetector. The
decay rate of the luminescence from its chemically excited state is
nder the CC BY license (http://creativecommons.org/licenses/by/4.0/).
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PPMA and the solvent of dichloromethane were obtained
from Sigma–Aldrich (USA). The Platinum-Octaethyl-PorphyrinFig. 1. Schematic illustration of the tapered-tip design.
ependent upon the concentration of oxygen and can be calculated
rom the Stern–Volmer relationship [9,10]. Sensors based on OFCS
echnology are relatively easy and inexpensive to manufacture and
rucially, allow measurement in both gas and liquid phases. In addi-
ion, OFCS sensors can have lengths of many metres, do not suffer
nterference from electromagnetic ﬁelds (such as MRI) and can have
esponse times of much less than 1 s [12,13]. Typically, OFCS sensors
re constructed by depositing a suitable sensing ﬁlm on the blunt,
istal end of a ﬁbre using a dip-coating process which needs to be
ufﬁciently thick to generate a strong, detectable, luminescence sig-
al [14,15]. OFCS sensors based on evanescent light wave transport
hrough an optical ﬁbre, have also been reported [16,17]. In such
ases, the sensing ﬁlm (which has a low refractive index relative
o the ﬁbre core) is coated along the sides of the optical ﬁbre. The
vanescent excitation light (which represents only a fraction of the
verall excitation energy) penetrates the surrounding, thin-coated
lm to excite the embedded luminophore. With this technique, the
ight interaction length needs to be typically several centimetres
long the ﬁbre in order to generate enough detectable lumines-
ence, because the luminescent excitation efﬁciency is relatively
oor.
To improve the overall signal to noise (S/N) ratio of the
etectable luminescent light, several reported studies have focused
n using large-diameter, polymer type optical ﬁbres (e.g. PMMA)
or oxygen sensing [18,19], which due to their larger surface area,
rovide improved S/N performance and are also suitable for inva-
ive medical applications due to their inherent robustness when
ompared with standard silica ﬁbres. Tapered-tip polymer ﬁbre
ased oxygen sensors have also been investigated [20,21]. In these
tudies, a tapered-style sensing tip was used to achieve high lumi-
escent signal level and increased S/N performance of the sensing
ystem. However, these sensors were only evaluated in a gaseous
nvironment and the results showed the sensors to be both rela-
ively insensitive and with slow response times to changes in PO2.
e propose this may  have been due to the low oxygen perme-
bility of the type of sensing matrix used in the studies and the
ossibility that oxygen may  have diffused and become trapped
n the polymer ﬁbre itself, thereby creating a ‘reservoir effect’
hich would effectively limit the overall response time of the sen-
or.
Here, we present a small, sensitive and ultra-fast response time
xygen sensor also constructed from polymer type optical ﬁbre.
ig. 1 shows the schematic of a polymer ﬁbre optic sensor head.
We investigated the inﬂuence of using different polymer matrix
aterials in our previous study [1] in which three different poly-
er  materials were compared in terms of oxygen (PO2) sensitivity
nd T90 time response in a series of sensor tests in the gaseous
hase. Our experimental results revealed that oxygen sensors con-
tructed with a PPMA based luminophore matrix provided higher
ensitivity and faster time responses than those made with either
MMA or PEMA matrices in our PO2 range of interest (approx.
–30 kPa).Fig. 2. Molecular structures of the different polymer matrices.
2. Principle and sensor fabrication
2.1. Principle
The optical oxygen sensor presented here is based on lumines-
cence quenching by oxygen of a ﬂuorophore immobilised in the
matrix material. Assuming dynamic quenching only, the lumines-
cence intensity and luminescence life time are directly related to
the oxygen concentration according to the Stern–Volmer relation
[9]:
I0/I = 0/ = 1 + Ksv[O2] = 1 + k0[O2] (1)
where I0 and I are the intensities of the luminescence in the absence
and presence of oxygen respectively; 0 and  are the lifetime of the
excited state luminescence in the absence and presence of oxygen
respectively; Ksv is the Stern–Volmer quenching constant; [O2] is
the oxygen concentration; k is the bimolecular rate that describes
the efﬁciency of the collision between the luminophore and oxygen
molecules. Under ideal conditions, the plot of (I0/I − 1) or (0/ − 1)
against [O2] is linear with a slope equal to Ksv, and can be used for
simple sensor calibration.
2.2. The polymers
To examine the inﬂuence of the oxygen diffusivity on sen-
sor time response, the oxygen quenching luminophore, (PtOEP,
a Platinum (II) complex) was ﬁrst immobilised and then tested
in a series of several different acrylate type polymers. Acrylate
polymers are generally considered biologically inert and there-
fore potentially safe for medical applications [22]. In most polymer
materials, the larger pendant groups prevent the polymer chains
closing and packing together, so polymers with larger pendant
groups will tend to have higher oxygen solubility and higher
diffusion coefﬁcients [23,24]. In this study we tested three acry-
late polymers: poly(methyl methacrylate) (PMMA), poly(ethyl
methacrylate) (PEMA) and poly(propyl methacrylate) (PPMA) as
matrix materials to immobilise the Platinum (II) complex. These
three polymers have similar main structures but different pendant
group sizes (see Fig. 2) and hence different oxygen permeability.
Theoretically, a sensor using PPMA as the matrix should have both
higher sensitivity and a faster time response [1].
2.3. Sensor preparation
Matrix polymer materials of poly(methyl methacrylate) PMMA,
poly(ethyl methacrylate) PEMA, and poly(propyl methacrylate)(PtOEP) luminophore was  purchased from Porphyrin (USA). All
reagents were analytical grade and used as received. Three
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uminophore-doped polymer sensing solutions were prepared by
ixing and dissolving 1 mg  PtOEP and 100 mg  each type of poly-
er  material in 2 ml  dichloromethane respectively. These mixtures
ere stirred to ensure complete dissolution of each polymer and
uminophore. Prior to dip-coating the thin ﬁlm, a 5 mm distal sec-
ion of polymer ﬁbre with overall length of 2 m (Toray Industries,
NC) was heated using a heat gun set at 150 ◦C. A tapered tip was
ormed by pulling the ﬁbre until it broke into two parts. The tapered
ip of the polymer ﬁbre was cleaned with a solution of isopropyl
lcohol and allowed to dry for 10 minutes. The oxygen sensing tip
as formed by dip-coating a 1 mm section of the tapered ﬁbre tip
nto the luminophore-doped polymer solution and withdrawing it
lowly while the solvent quickly evaporated. The sensing tip was
llowed to dry at room temperature for a further 24 h.
. Experimental results
.1. Experimental setup
In our experiments, the oxygen sensing system consisted of a
bre-optic oxygen sensor and a Y type optical ﬁbre coupler. The
xcitation light was provided by a wideband LED light source (LS-
50, Ocean Optics Inc, USA) with a peak wavelength of 450 nm,
hich covers the absorption spectrum of the luminophore. This
xcitation light was launched into the sensor head via the one arm
f the optical ﬁbre coupler and the luminescent light emitted from
he sensor tip was collected through the other arm of optical ﬁbre
oupler. In the gas phase tests, the luminescence output from the
bre was detected and measured as luminescence intensity using
 spectrophotometer (USB 2000 Ocean Optics Inc, USA).
In the liquid tests, luminescence phase detection was used. In
his case, the sensor tip was inserted into the test circuit [25] and
he modulated UV LED broadband light, which is integrated in a
uminescence phase measurement system (NeoFox, Ocean Optics
nc, USA), was used to excite the luminophore immobilised in the
ensing matrix. The decay lifetime of the excited luminescence light
rom the sensor tip was calculated and measured by the NeoFox.
ater was used as the test liquid.
In order to evaluate sensor time response in the gas phase, a
odiﬁcation of a gas pressure chamber test system was used [26].
he system comprises an aluminium cylindrical test chamber, with
nternal diameter and length of 2 cm and 10 cm respectively, packed
ith steel ball bearings to reduce the cylinder gas volume. The tip
f the optical sensor was inserted into the test chamber via a seal-
ng grommet. To provide a swift oxygen partial pressure change, a
as cylinder containing room air was connected to the test cham-
er via a pressure reducing valve and a buffer chamber, with the
ressure set at 1.0 bar. The test chamber was also connected to a
econd buffer chamber that was continuously evacuated by a vac-
um pump (MZ  2C NT, Vacuubrand GMBH, Wertheim, Germany).
he chamber also had a controlled leak to atmosphere so that the
mbient pressure in the chamber could be reduced to any preset
evel below atmospheric pressure – and hence the chamber (PO2)
educed to below 21 kPa. Using solenoid valves to switch the test
hamber to either of the two buffer chambers, the total ambient
ressure in the test chamber was quickly changed between 1.0 bar
nd any pressure below this. Thus, PO2 in the test chamber could be
witched swiftly between any preset level between 21 and 0 (vac-
um) kPa. The dynamic change in total pressure was  measured by a
oneywell piezo resistive pressure sensor with a time response of
 ms  (RS Components Ltd, UK). Adjusting the leak to keep the cham-
er above vacuum provided the smallest chamber time constant.
he head of the sensor probe was inserted into the test chamber and
he response time of the sensor probe was tested in response the
bove changes in PO2. The response signal of the peak wavelengthFig. 3. Typical plots of PO2 versus time for ﬁbre optic oxygen sensors manufactured
from three different polymer matrices to a step change in PO2 from 3 kPa to 21 kPa.
(645 nm)  of the luminescent emission from the oxygen sensor head
was measured using a USB 2000 spectrometer with 20 or 50 ms
integration times. This also sets a limit on the time resolution which
our apparatus could determine.
A ﬂowing liquid test circuit was used to generate rapid PO2
changes in the liquid phase. Full technical details of this system
have been previously presented [25]. Brieﬂy, two standard medical
paediatric oxygenators (Medos Hilite 1000LT, Medos Medizintech-
nik AG, Stolberg, Germany) were arranged to provide two  parallel
and independent extracorporeal circuits, where the PO2 in the test
liquid, in this case water, can be varied from 0 kPa to 100 kPa for
sensor sensitivity testing; or the two  circuits maintained at 5 kPa
and 30 kPa PO2 level for sensor time response testing. The PO2 ref-
erence values were conﬁrmed through a blood gas analysis (ABL710
Blood Gas Analyser, Radiometer, Copenhagen, Denmark) for sensor
calibration purposes and for monitoring before each experiment.
Two peristaltic pumps maintained the water ﬂow through the two
parallel circuits. The water temperature was maintained at 37 ◦C by
passing water from a separate heated circuit (Grant Instruments,
Cambridge, UK) through the two  oxygenators. The water temper-
ature was  continuously monitored with a thermocouple (TES130,
TES Electrical Electronic Corp., Taipei, Taiwan). Flow from either
circuit was  diverted alternately towards the sensor being tested
by means of computer-controlled rapid switchover solenoid valves
that exposed the sensor to abrupt liquid PO2 changes. The ﬂow sys-
tem cross-over response-time (T10–90%) was calculated to be circa
50 ms  [25].
3.2. Gas chamber sensor time response results
Fig. 3 shows the PO2 signal versus time responses for oxygen
sensors constructed using the three different acrylate polymers. In
each case, a PO2 step change from 3 kPa to 21 kPa was  evoked in test
chamber and the spectrophotometer integration time set to 50 ms
in order to improve the S/N ratio.
These results show that sensors made from polymers with dif-
ferent size pendant groups have different response times. Oxygen
sensors constructed with the PPMA matrix exhibited higher sen-
sitivity and a faster time response than those sensors constructed
with PMMA  or PEMA matrices.
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Fig. 4. Plot of the change in oxygen partial pressure versus time for a PPMA oxy-










































Fig. 6. PPMA sensor response to PO2 step changes 5 kPa to 30 kPa, and 30 kPa to
5  kPa, in the liquid test circuit. The sensor was 37 days post manufacture. Results
are for water at room temperature. Sampling points are 100 ms.  A 3 sample medianO2 was  rapidly switched from 18 kPa to 21 kPa. The sampling rate was  20 ms.  (For
nterpretation of the references to colour in this ﬁgure legend, the reader is referred
o  the web version of this article.)
Fig. 4 shows a typical time response of the PPMA sensor for a step
hange in PO2; in this instance, from 18 kPa to 21 kPa. Here, the inte-
ration time (or averaging) of the spectrophotometer was reduced
o 20 ms  (in order to extract the maximal time response), but at
he expense of an increase in noise on the sensor output signal. As
 reference, the change in PO2 based on the total chamber pres-
ure change measured with the piezo resistive pressure sensor, is
lso shown. This reference (ﬁlled circles, shown in Fig. 4) shows the
rue overall dynamic time constant (T10–90%.) of the pressure cham-
er itself to be less than 20 ms.  The corresponding optical sensor
esponse (red squares) closely overlaps that of the piezo pressure
ransducer response, and so our data cannot distinguish between
he time responses of the two sensors. From the near inseparability
f the oxygen pressure signal and the total pressure signal (whose
esponse time is 1 ms), we conclude that the time response of the
xygen sensor is of the order of a few milliseconds.
.3. Sensor results in ﬂowing liquid
Fig. 5 shows the change of luminescence lifetime versus steady-
tate oxygen partial pressures for the PPMA oxygen sensor in
he water test circuit at room temperature. Fig. 5 also shows the
































ig. 5. Change in luminescence lifetime versus PO2 (solid line) and Stern–Volmer
lots (dashed line) for the PPMA oxygen sensor in the liquid test circuit. Results are
or water at 37 ◦C.ﬁlter has been applied.
which shows a linear relationship, with a sensitivity (Ksv) of around
23.
Fig. 6 shows the PPMA sensor response to PO2 step changes from
5 kPa to 30 kPa, and 30 kPa to 5 kPa, in the liquid test circuit on day
37 post manufacture. It is clear that the step-change has reached
its full value within c. 100 ms.  Since we  have previously shown that
the time of switch-over of the two ﬂowing liquids is about 50 ms
[25], we  can expect the PO2 time response of the sensor to be better
than 100 ms  in liquid.
4. Discussion
Our results show that the performance of luminescence based
ﬁbre optic sensors can be improved by using optimised polymers
for the luminophore matrix and that the time response of such
sensors is slower in the liquid phase when compared to the gas
phase. This could be due to the fact that oxygen diffuses more slowly
between water and the polymer matrix than between gas and the
matrix due to the larger molar concentration of oxygen in the lat-
ter for the same PO2. However, it should be noted that the response
time of the liquid test rig itself is ﬁnite (of the order of 50 ms [25])
and so this is responsible for some part of the measured sensor
response time (T10–90 circa 100 ms).
This work has focussed solely on membrane covered polymer (as
opposed to silica) ﬁbres, designed for PO2 sensing in breath analysis
[1] or in ﬂowing liquid, such as in arterial blood [4,27]. We  acknowl-
edge that there are other much faster submillisecond oxygen
sensing devices already described for areodynamics and acoustic
investigations and for biological analysis (e.g. [28–30]), but these
devices cannot be inserted into ﬂowing blood in a human artery.
Our polymer ﬁbre based devices are slower than those designed
for aerodynamic purposes, but are nonetheless fast enough (T10–90
circa 100 ms) for clinical use and to investigate physiological phe-
nonema. To our knowledge, there is no device presently available
that allows us compare our sensor performance in a ﬂowing liq-
uid. We have therefore relied on a vacuum chamber (as have other
authors [29,31]) and a ﬂowing liquid test rig [25] to provide our
near-gold standard.
One potential problem with this type of sensor is hysteresis
caused by asymmetry in the kinetics of oxygen diffusion into and
out of the polymer matrix. If the polymer ﬁbre itself were to act
as an oxygen reservoir, one might expect to see a slow response
of the sensor to a step drop in PO in the medium being sensed.2
This is due to continued diffusion of oxygen from the reservoir,
across the sensing matrix and into the sensed medium. Our results
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Our results also show that the time-response of the sensors is
apid after a period of at least one month after manufacture. Indeed,
he time-response on day 37 post-manufacture is rapid enough for
ur purposes in physiological measurement. This ﬁnding supports
he supposition that no signiﬁcant physical or chemical degrada-
ion or luminophore loss has occured over this period.
. Conclusions
In summary, we have demonstrated that a ﬁbre optic oxygen
ensor with an optimised polymer matrix can be used for measur-
ng physiologically rapid changes in oxygen partial pressure in both
as and liquid phases. The maximum sensitivity factor of the sen-
ors (IN2/IO2 − 1) to changes in oxygen over the range 0–100% was
pproximately 23 with a maximum response time of a few ms  in the
as phase. The ability to determine this more precisely is limited by
he time resolution of both the gas phase and liquid ﬂow test appa-
atuses. The true sensor response time may  be even faster than we
peculate, but we are unable to resolve this. These polymer based
ptical ﬁbre sensors are small, robust and fast enough to be used
n biological and medical and other applications where the PO2 is
hanging rapidly.
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